Abstract: Monolithic silica spin column extraction (MonoSpin-SPE) was developed as a simple, sensitive, and eco-friendly pretreatment method which combined with ultra-fast liquid chromatography-mass spectrometry (UFLC-MS) to determine the levels of six phthalate esters, dimethyl-(DMP), diethyl-(DEP), dipropyl-[DPrPJ, butyl-benzyl-(BBP) , dicyclohexyl-(DcHP) , and di-n-octyl-(OOP) phthalate in physiological saline samples. Under optimized experimental conditions, the method was linear in the following ranges: 0.2-50 IlgiL for DMP, DEP, DPrP, DcHP and OOP; 5 -100 IlgiL for BBP. The correlation coefficients (R 2 ) were in the range of O. 9951 -O. 9995 for all the analytes and the limits of detection (LODs) and limits of quantification (LOQs) were in the ranges of 0.02 -0.9 IlgiL and 0.08 -2. 7 IlglL, respectively. The pretreatment process showed good reproducibility with inter-day and intra-day relative standard deviations (RSDs) below 8.5% and 11.2%, respectively. This method was used to determine the levels of six phthalate esters in physiological saline samples and the recoveries ranged from 71. 2% to 107.3%. DMP and DEP were found in actual physical saline samples (brand A and brand B).
Introduction
Phthalic acid esters (pAEs ) , commonly referred to as phthalates, are a group of chemical compounds that are widely used because they improve the softness and flexibility of plastics. These compounds have come to the attention of governments and the public in recent years because of their use as plasticizers in consumer products and medical devices, children's toys, and various kinds of packaging [1, 2] . Phthalates are not chemically bound to plastics, and therefore they can be released from the plastic and into the environment [3] . Humans are exposed to PAEs from food that has been contaminated during growth, processing, packaging or storage. Certain phthalates together with their metabolites and degradation products have been found in the liver, kidney, and testicles of humans [4] . Many studies have suggested that the presence of PAEs and their metabolites leads to reproductive and developmental problems in laboratory animals [5] . These compounds may also have adverse effects on human health [6] , and current research indicates that measurable concentrations of phthalate metabolites can be found in almost all urine samples taken from most children [7] . The use of 0.9% saline is believed to have originated during the cholera pandemic that swept across Europe in 1831 [8] . Physiological saline can maintain the metabolism of water in human body and is widely used, particularly in hospitals. In order to facilitate transportation, plastic bags are frequently used to package of physiological saline, PAEs may be released from this plastic into the physiological saline solution.
Several regulatory bodies such as the US Environmental Protection Agency (US-EPA), European Union (EU), and the China National Environmental Monitoring Centre have classified PAEs such as diethyl phthalate (DEP), benzyl butyl phthalate (BBP), di-n-butyl phthalate (DBP), and di-(2-ethylhexyl) phthalate (DEHP) as priority environmental pollutants [9] . In particular, DBP, BBP, and DEHP are on the EU list of proposed substances that are suspected to lead to endocrine alteration [10] . Decision No. 2455/200llEC of the EU parliament stipulates that dimethyl phthalate (DMP), DEP, BBP, DBP, DEHP, and dioctyl phthalate (OOP) be regarded as priority toxic pollutants [11] . DMP, DEP, BBP, and DBP have been detected in physiological saline samples [12] . However, there is no standard detection method to determine the levels of these compounds, and there are no regulations to limit the content of such substances in physiological saline samples.
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uaditional extraction methods used for PAEs detection, such as liquid-liquid extraction (LLE ) and solid-phase extraction (SPE) [13] [14] [15] [16] ' are time-consuming and require large amounts of organic solvents. Control samples may show high levels of PAEs due to contamination from phthalates in the laboratory environment [17] . Therefore, a simple, rapid, inexpensive and eco-friendly analytical method is required to detect trace levels of phthalates in complex samples. In our study, an improved sample pretreatment method named MonoSpin-SPE was developed to enrich trace levels of phthalates from physiological saline solutions. The MonoSpin C18 (disc type) column consists of octadecyl groups that are chemically bonded to a monolithic silica spin column and this column was used for solid-phase extraction. In recent years, monolithic silica has been developed for high-performance liquid chromatography separation [18] . This material is different from classical silica in that it consists of silica rods instead of particles. The surface area per unit volume of the monolithic silica is larger than that of the normal particle-type silica. Pretreatment of sample with this column has many advantages: it is easy to perform, and requires less eluent volume and less time to purify analytes from the sample compared with normal SPE procedures. The eluent does not need to be. evaporated, reducing loss of the target compounds. The advantages of monolithic silica prompted us to use it as a new SPE tool for the extraction of analytes in samples. This kind of column can be used for various matrices. Shintani et al. [19] , for example, reported the extraction of phenol in water by using an in-tube solid-phase microextraction monolithic silica column. Saito et al. [20] reported a specific and sensitive LC-MS method to characterize amitraz and its metabolite in serum by monolithic silica spin column extraction. In order to achieve the simultaneous extraction of multiple biological samples that contain drugs, Nakamoto et al. [21] developed a spin column that was packed with a monolithic silica disk in a microtube holder. In this experiment, all the steps of sample preparation could be achieved by centrifugation. The volumes of sample and organic solvent needed were only 5 mL and 200 f-lL, respectively, in our sample processing procedure and the time we required was about 15 min.
Phthalates are generally analyzed by gas chromatography (GC) [22, 23 ] . High performance liquid chromatography (HPLC) can be used as an alternative analytical technique and is particularly useful for the analysis of isomeric mixtures and metabolites of phthalates because this method does not require prior derivatization of the sample [24, 25] . Phthalates can be detected by UV detection, flame ionization detection (Fill), or mass spectrometry (MS). The most important detection technique for phthalate analysis is MS, which has high sensitivity and specificity, and excludes interference from impurities.
The aim of this study was to develop a simple, rapid, sensitive and UFLC-MS method in combination with MonoSpin-SPE extraction to detect PAEs in physiological saline samples. In this study, the pretreatment and detection of a single sample could be completed within 30 min. To the best of our knowledge, there are no published papers in which such a method has been used to detect phthalates in physiological saline samples.
Experimental

Reagents and chemicals
All chemicals were of analytical grade. Six phthalates, DMP (99.6%), DEP (99.7%), dipropyl phthalate (DPrP, 99.8%), BBP (97. 6%), dicyclohexyl phthalate (DcHP, 99.7%) and OOP (99. 7%), were purchased from SigmaAldrich (Beijing, China). HPLC-grade methanol, acetone, acetonitrile, and dichloromethane were obtained from Merck (Darmstadt, Germany). The water used in the experiments was obtained from Watson's (Quchenshi, Shanghai, China) and had been treated by passing through a Millipore system (USA). MonoSpin C18 consists of a spin column, waste fluid tube, and recovery tube, all of which were supplied by GL Sciences Inc. 
Preparation of standard solutions
Individual stock standard solutions were prepared in methanol at a concentration of 1000.0 mglL. From these solutions, a working mixture was prepared in methanol on a monthly basis. It contained all the standards at a concentration of 100 mglL each. These solutions were protected from light and stored at -30'C in volumetric flasks. Standard working solutions of different concentrations (in the range of 0.2 -100 f-lglL) that were used on a daily basis were prepared weekly by diluting the stock solutions with methanol. All solutions were stored at 4 'C .
Instnnnents
Chromatographic analyses were performed on a Shimadzu LCMS 2020 system (Shimadzu Corporation, Kyoto, Japan) . with two LC-20AD pumps, an SIL-20AC autosampler, CT0-20AC column oven, and LCMS 2020 mass spectrometer. A personal computer equipped with a Shimadzu Labsolution LCMS 5.1 system was used to process the MS data.
The analytes were separated on a Shim-pack XR-ODS II column (75 mmx2.0 mm i.d., 2.2 f-lm).
Conditions for chromatography and MS
The mobile phase consisted of a mixture of methanol and water (v/v). The flow rate and injection volume were 0.4 mUmin and 2 f-lL, respectively, and the column tempera-ture was 40°C. All of the compounds were eluted within 8 min. A rest time was used to re-establish the column equilibrium.
Mass analysis was performed using an ESI source in positive ion mode. The following conditions were used: nebulizing gas, 1. 5 Umin; dry gas, 10 Umin; detection voltage, 1.1 kY; DL temperature, 250°C; and heat block temperature, 450°C. The LC-ESI-MS analysis for the six phthalates was performed in scan mode. Phthalates were identified on the basis of the retention times and mass spectra of the phthalate standards. To improve the sensitivity for phthalates, the selected ion monitoring mode was used. The characteristic ions selected for quantitative studies are listed in Table 1 and corresponded to the [M + Na] + ions.
lYPical procedure
A schematic diagram of the novel MonoSpin-SPE apparatus is shown in Figure 1 . The method used followed the literature [20] with little modification.
Step 1 (Conditioning): The spin column was attached to the waste fluid tube, and 100 ilL of methanol was added to the spin column. This was centrifuged at 5000 rpm for 2 min. After centrifugation, 100 ilL of water was placed in the spin column and the procedure was repeated. The waste fluid (200 ilL) was removed from the waste fluid tube.
Step 2 (Adsorption): The sample solution (5 mL-) was placed in the spin column and centrifuged at 5000 rpm for 15 min. In this step, analytes were adsorbed by the C18 sorbent. In order to obtain adsorption equilibrium, adsorption conditions should be optimized.
Step 3 (Rinsing): 200 ilL of water was added, and then centrifuged at 5000 rpm for 2 min.
Step 4 (Elution): The spin column was placed in the recovery tube, and then 50 ilL of acetone was added to the spin column, which was then centrifuged at 5000 rpm for 2 min. This step was then repeated with a second aliquot (50 ilL) of acetone. 100 ilL of eluent was obtained and detected by LCiMS. Table 1 .
To achieve maximum sensitivity for each analyte, 2 ilL of a mixed standard solution of PAEs (50 IlglL) was inj~cted J Phann Anal http://www.j-pharm-anal.com sis time, different binary gradient programs were employed. The initial volume ratio of A (water)/B (methanol) was 50/50: the volume ratio of B was increased from 50 to 90 in 4 min and maintained for 1. 5 min at a volume ratio of 90 B, then the B volume ratio was increased to 100 in 2 min and maintained for 1 min. The B volume ratio was decreased to 50 in 1 min and this ratio was maintained for 5.5 min to reequilibrate the column. Under these conditions, the six compounds were well separated within 8 min. Figure 2 shows the chromatogram for the separation of a mixture of these compounds under optimized conditions. Figure 2 The selected ion monitoring chromatogram for standard species (concentration 50 IlglL) of six phthalates.
Method development
Various parameters~ncluding the type and volume of eluent, eluting temperature, centrifugal speed, and sample volume affect the MonoSpin-SPE performance and efficiency, and these factors were therefore optimized.
Selection of the eluent and elution temperature
Selection of a suitable eluent that can enhance both the elution performance and capacity of target compounds is essential in the MonoSpin-SPE method. In this study, HPLC/MS was used, which necessitated the use of a watermiscible eluent. Four organic solvents:~ethanol, acetonitrile, acetone and dichloromethane were tested as eluent. As shown in Figure 3 , g~extraction efficiency of DMP, DEP, DPrP, BBP, DcHP, and OOP was achieved when acetone was used as the eluent solvent, and the repeatability was also good. These compounds are low to medium polarity (log P 1. 6 -8.3), making acetone a suitable to extract these compounds. Dichloromethane is not suitable for LC-MS analysis. Therefore, acetone was chosen as the eluent in the following experiments. This solvent has the added advantages of low toxicity and cost. Prior to use, these organic solvents and water were injected into the Lei MS to detect whether any phthalates were present. Chromatographic-grade organic solvents were used together with ultrapure water. No contamination was detected in the solvent. The effect of temperature on the elution efficiency was studied in the range of 5 -25 ·C. The recovery of PAEs relative to the temperature of the organic solvent is shown in Figure 4 Optimization of the elution temperature. Sample spiked concentration, 20 ILglL; sample volume, 2 mL; centrifugal speed, 5000 rpm; adsorption time, 15 min; eluent, acetone; eluent volume, 50 ILL; elution time, 2 min; and centrifugal speed, 5000 rpm. 
Sample volwne and pH effect
An increase in the sample volume leads to an increase in the amounts of target compounds adsorbed to the CI8 sorbent, which in turn improves the sensitivity of the method. However, sorbents have a breakthrough volume, therefore the sample volume was optimized ..; To examine the effect of sample volume, five different sample volumes (1, 2, 3, 4, 5 and 8 mL) were tested. The results showed that the largest analytical response was obtained when 5 mL of sample solution was used. When 8 mL was used, the recovery of PAEs decreased. The matrix sample capacity of the sorbent was limited, so 5 mL may be not suitable for highly concentrated samples.
Under the following optimized conditions, including
The results indicated that 5000 rpm was the optimal speed. When the speed was less than 5000 rpm, the physiological saline samples did not pass through the column completely, and the analytes were only adsorbed partially by the sorbents, leading to reduced recoveries. At speed greated than 5000 rpm, the time taken by the sample solution to pass through the column was too short to ensure complete adsorption of the analytes. The equilibrium between sorbent and sample solutions was not established. Therefore, 5000 rpm was se~ected for subsequent experiments.
Under the optimum centrifugal speed, 15 min was sufficient to allow the compounds to reach equilibrium between the sorbent and solution. Equilibrium between the sorbent and sample solution is determined by the time taken with the solvent to pass through the column. To ensure good equilibrium and to reduce the time required for analysis, the rotary speed of the centrifuge was optimized in the range of 3000 -7000 rpm. The effect of rotary speed on the recovery of the six phthalates is shown in Figure 6 . eluent which was then analyzed by LCiMS. Tee)
The results showed that the recovery of phthalates increased with increasing volumes of acetone from 20 to 50 ilL. When the volume of acetone was more than 50 ilL, the recoveries of DcHP, BBP and DPrP became constant and those of DMP, DEP and OOP decreased. In order to ensure complete recovery, 50 ilL of acetone was used to elute the loaded spin column twice, to give a total of 100 ilL of
Optimization of eluent volwne
To ensure that the target compounds were completely eluated from the CI8 sorbent, the effect of the eluent volume on the elution efficiency was· studied in the range of 20 -200 ilL. PAE recovery relative to the volume of organic solvent used is shown in Figure 5 . sample volume, 5 mL; centrifugal speed, 5000 rpm; adsorption time, 15 min; adsorption temperature, 25'C; eluent, acetone; elution temperature, 25'C; eluent volume, 100 flL; and elution time, 2 min, the effect of sample pH was studied. Because phthalates are neutral, a pH value of 7 was appropriate. In this experiment, BBP was detected as a contaminant from the flow tubing at a stable concentration. The concentration of BBP due to the flow tubing should therefore be taken into account when calculating the content of BBP in physiological saline solutions. were in the range of 0.9951 -0.9995 for all the analytes (Table 2 ). LOQ was defined at SIN = 10.
The limits of detection (LaDs) and limits of quantification (LOQs) are regarded as the minimum concentrations of analytes that can be confidently identified and quantified, respectively, by this method. The LaDs and LOQs were estimated as the analyte concentration that produced a signal/ noise ratio of 3 : 1 and 10 : 1, and these were in the ranges of 0.02 -0. [12] .
Analysis of a real sample
The proposed MonoSpin-SPE technique was applied to the determination of the levels of PAEs in physiological saline samples. Precision was evaluated by measuring the intraday and inter-day relative standard deviations (RSDs). The intra-day precision was determined by analyzing spiked saline samples five times a day at three different fortified concentrations of 5, 10, and 50 flg!L (Table 3) . ical saline samples. The chromatograms of the blank and spiked samples are shown in Figure 7 .
The inter-day precision was determined by analyzing spiked samples at three fortified concentrations for three consecutive days. The results are shown in Table 4 . The intra-day and inter-day RSDs ranged from 3.5% to 8.5% and from 4.1% to 11.2%, respectively. At all three fortified concentrations, the recoveries of the six PAEs were in the range of 71. 2% -107. 3%. The recovery of OOP (71. 2% -79.3%) was not as good as others due to its high hydrophobicity (log P =8.3), leading to inefficient recovery by organic solvents from the C18 sorbent. These results indicated that the MonoSpin-SPE method can be successfully used to analyze trace levels of PAEs present in physiolog- Because the brand A and B physiological saline solutions are stored in the plastic bags, the phthalates may be released from the package or during production. DMP and DEP were detected, as shown in Table 4 . The concentrations of DMP were higher than 8.0 flglL, which is the EU limit set for these compounds in drinking water samples [11] . Brand C and D physiological saline solutions were preserved in the glass bottles, and no PAEs were detected in these samples. For the purpose of reducing PAEs pollution, glass bottles should therefore be adopted as far as possible.
Conclusion
A MonoSpin-SPE-LC-MS method has been developed, and has been shown to be efficient and sensitive for the determination of phthalates in saline samples. A centrifuge was used to accelerate the sample pretreatment process. The detection limit of this method was lower than or equal to the values reported in other studies. However, sample preparation was faster in this method and less toxic organic solvent was required. A pretreatment time of 25 min and organic solvent volume of 200 flL were used in this assay. Therefore, this method is a promising alternative to the traditional techniques used for phthalate detection.
